FEB-B5-2013 14:23 HWY PATROL. TROOP € P.01

MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM

DATAMASTER MAINTENANCE REPORT REPORT #6

Complete this report at the time of the regular monthly preventive maintenance check (not to excead 35 days).
Complete thig report whenever the Instrument is sarviced of repaired and whenever it Is placed Into sevice.
| Retain the original and send a copy within 15-days 10 the Breath Alcohol Program, DHSS.

DATAMASTER SH MAUE OF AGENCY DATE OF INSPECTION
204142 Inv# 127252 Missouri State Highway Patrol 02/04/2013
LOCATION OF INSTRUMENT {STREET AND CITY) TU4E OF INSPECTION
Washington County Sheriff's Office 12:53 pm

CHECKLIST: Place & mark in the box by each item if found to be satisfactary or i oparating within established limits. (Write in observed valugs
where determined.) Unmarked items must be corrected before using instrument.

¥l DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (fram printout) 92/04/2013 12:53
K] COMPUTER i beTECTOR
K erocraM K rens
HEATERS SAMPLE CHAMBER 49°C I quarTZ STANDARD
(A FLow DETECTOR K] CALIBRATION
] PuMP HIGH SPEED i/l PRINTER
[/] INDICATOR LIGHTS
i SIMULATOR SOLUTION SUPPLIER RepCo Marketing ino, LOT # 12002 EXP. DATE 08/29/2014
] SIMULATOR TEMP (34°C £ 0.2°C) 34.18 *C SIMULATOR SN G1108t EXP. DATE 04/03/2013

/1 CALIBRATION CHECK -~ (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run thres tests using a standard solution. All three tests must be within £5% of the standsrd value and must have a spread of .005 or
less, Mark the box corresponding to the standard solution being used. (PRINTOUT ATTAGHED)

% 0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.078% AND 0.084% INCLUSIVE
[:] 0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0,042% INCLUSIVE

TEST 1% (08 TEST 2« (g8 TEST3 < 100

E PERFORM R.F.{. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{D0 NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 [{0-.04) 0 {-05-.09) 0 {(.10-14) 0 (.16-109) 3 OVER .19 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION QR MODICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OFERATE BATISFACTORAY AND WITHIN ESTAELISHED LIMIS
{USE OYHER SIDE [F NECESSARY).

This instrument Is operating satisfactorily.

SIGNATURE PRINT FULL NAME

P D R ER 4 5/ Tpr B. M. Beard #254

TYPE N PERMIT NUMBER/ESPAATION GATE TELEPHONE NUMBER

220137 08/12/2014 (636) 300-2800

RETURN COMPLETED REPOAT TO THE: Breath Alcohol Program, MO Department of Mealth and Senior Services, Southsast District Office
2875 Jares Bivd.
Poplar Bluff, MO 63801

W) 5301463 {2.03) A Ewummnmﬁmmsmwmn LaB-118
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RzrCO MAREETING INC.,

9101188 STONYEROL IFIVE

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Marketing, Inc.

LOT NUMBER: 12002
EXPIRATION DATE: Angust 29,2014 at11:59 p.m.

m_‘ofAlwholCarﬁﬁedSohﬂimﬁorsimﬁ]aﬁOmRandomsamplesofsaidmt
mnnberwaeamalymdbyanmdepaﬂmﬂabmwwngagasahmmatograph
and found to comtain 1209 gms/dl +/-.003 gms/dl witvol ethanol (95%

Confidence).
The alcohol andcﬁsuﬂadwmrusedmﬂac solution were fomd to be fiee of

agy mterferring Substance.
This solution will produce a vapor alcohol value of 100 +/-3% gma/210L

Bmmhwhan-twatedmybegremcdsiusﬂ-ﬂzDegreesCelsipsinagimulﬁor

(95% Confidence).
The date of manuficiure for this lot number is ém s
The expiration date for this lot mumber is Augnst 29, 2014 A

Form RM 02
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' Ao Rd 1R
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State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Ii

BRYAN M BEARD

Is hereby authorized to instruct and supervige operators, train instructors, Inspsct,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of explred (alveolar)
alr. lsaued under the provislons of sections 577,020 through 677.041, RSMo 1986,

06/12/2012 [An

Dlrector of Stale Public Health Laborutory

Dale
Nomper 220137 /% >

episs 00/12/2014
Dlrector, Department of Hoaith

MO 8500771 (7-88) Lab. 4 {R7-85)

P.@5

TOTAL P.G5



